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Abstract. ASTRI SST-2M is the end-to-end prototype telescope of the Italian National Institute of Astro¬ 
physics, INAF, designed to investigate the 10-100 TeV band in the framework of the Cherenkov Telescope 
Array, CTA. The ASTRI SST-2M telescope has been installed in Italy in September 2014, at the INAF ob¬ 
serving station located at Serra La Nave on Mount Etna. The telescope is foreseen to be completed and fully 
operative in spring 2015 including auxiliary instrumentation needed to support both operations and data anal¬ 
ysis. In this contribution we present the current status of a sub-set of the auxiliary instruments that are being 
used at the Serra La Nave site, namely an All Sky Camera, an Electric Field Meter and a Raman Lidar devoted, 
together with further instrumentation, to the monitoring of the atmospheric and environmental conditions. The 
data analysis techniques under development for these instruments could be applied at the CTA sites, where 
similar auxiliary instrumentation will be installed. 


1 Introduction 

The forthcoming international project the Cherenkov Tele¬ 
scope Array, CTA |[T][2l will explore the Very High Energy 
domain with unprecedented sensitivity and angular resolu¬ 
tion. The CTA is designed as an array of many tens of tele¬ 
scopes of three different types with different mirror sizes 
(Large, Medium, Small) in order to cover the full energy 
range from few tens of GeV to above 100 TeV. Moreover, 
two sites are foreseen for CTA, one in the Southern and 
one in the Northern hemisphere in order to provide full 
sky coverage. 

The INAF contribution to CTA is represented, in its 
basic form, by the ASTRI program O, a Flagship Project 
funded by the Italian Ministry of Education, University 
and Research. A first goal of the ASTRI project is the re¬ 
alization of an end-to-end prototype of the small-size class 
of telescopes in a dual-mirror configuration (SST-2M) |[4l 
devoted to the investigation of the energy range from a few 
TeV up to 100 TeV. As a further step, the ASTRI project 
is a step towards the implementation of an ASTRI/CTA 
mini-array Q composed of seven identical SST-2M tele¬ 
scopes to be placed at the final CTA Southern Site. 

In September 2014, the prototype telescope, named 
ASTRI SST-2M, was installed in Italy at the ’M.G. Fracas- 
toro’ observing station of the INAF-Catania Astrophysical 
Observatory. The station is located in Serra La Nave (1735 
m a.s.l, 37° 41’ 05" N Latitude, 14° 58’ 04" E Longitude) 
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on Mount Etna ii. The completion of the telescope in¬ 
cluding camera release is foreseen in Spring 2015. 

Being an end-to-end prototype, the ASTRI SST-2M 
telescope will be fully equipped with all instruments and 
control systems as if it were at the final CTA site. Together 
with a dedicated control room and data center ( 71 , all the 
necessary auxiliary instrumentation will be implemented 
to support the telescope operations. 

Several auxiliary instruments are or are going to be in¬ 
stalled at the Serra La Nave (SLN) site, and laboratory/site 
tests are on going O . Part of such instrumentation is de¬ 
voted to the monitoring of the meteorological and environ¬ 
mental conditions to support the observations, calibration 
and analysis of the ASTRI SST-2M scientific data (3. 

In this contribution we refer to three instruments, 
namely the Color All-Sky Camera, Electric Field Meter 
and Raman Lidar which are already installed at the SLN 
site. We describe the investigated methods to detect clouds 
from the color all-sky images, the first results from the 
Electric Field Meter (mainly acting as lightning detector) 
and the first results in monitoring, with our Lidar system, 
the Etna volcanic ash that can influence the transparency 
of the atmosphere. 

2 The All-Sky Camera 

The All-Sky Camera (ASC) installed at Serra La Nave site 
is the SBIG AhSky-340C color hsh-eye model ifTOl . The 
instrument, operating both during daylight and night time. 
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was set to acquire one image (field of view ~ 180 deg, 
640x480 pixels) every 5 minutes throughout the day. The 
exposure time is automatically adjusted and ranges from 
50 micro seconds to 60 seconds. The analysis of the ASC 
images will provide a continuous monitoring of the cloud 
cover for alert purposes. We are currently investigating 
two methods to detect clouds: the first method uses a 
threshold technique plus Principal Component Analysis, 
the second one is based on star counting via comparison 
between expected and observed stars. 

2.1 Thresholding with a Principal Component 
Analysis 

Thresholding is the simplest method for image segmen¬ 
tation: it looks for a value, a threshold, that can classify 
the image pixels as either foreground or background; in 
our case, clouds and clear sky respectively. In this work 
we are working with colored images which have Red (R), 
Green (G) and Blue (B) channels. Different approaches 
can be found in the literature to application of threshold¬ 
ing to colored images, for example: finding the threshold 
on all three channels independently IfTTl . or transforming 
the cartesian RGB space into the cylindrical version Hue 
(H) Saturation (S) and Luminance (HSL) space and ap¬ 
plying thresholds on the saturation channel (121. Other 
approaches ( ifTSll and references therein) have dropped the 
green channel and apply thresholds on a R-B or R/B de¬ 
rived channel. None of the above approaches deal with 
images taken during the night. Since we are mostly in¬ 
terested in the night sky (when the ASTRI SST-2M will 
observe) we could not a priori argue that the sky is blue 
and adopt a R-B or R/B channel. We therefore use a Prin¬ 
cipal Component Analysis (PCA) to discover what is the 
best mix of channels that better helps us to classify clouds 
and clear-sky pixels. 

PCA is a statistical technique that can be used to look 
for patterns and simplify multidimensional data (T^ . In 
our case we would like to go from a three dimensional 
space (RGB) to a single dimension in order to find and ap¬ 
ply a single threshold. Operationally speaking, with this 
method we find the axis along which we have the largest 
variance (called the principal component), then an orthog¬ 
onal axis to the first component is found with the second 
largest variance (called the second principal component), 
then a third orthogonal axis with the next largest variance, 
and so on. When applying this method to our images 
we immediately see that the variance is dominated by the 
clouds, as shown in FigureNote also that clear-sky pix¬ 
els (marked with blue in Figure [T]) occupy a distinct region 
of the space. 

Furthermore, the variance along the third component is 
3 orders of magnitude smaller than the first component and 
it can be neglected: the three dimensional RGB space can 
be reduced to one dimension by rotating the space prop¬ 
erly. Based on the observation that different regions are 
occupied by clouds and clear-sky in the new 2D space, we 
propose to find the new axis along which we can separate 
clouds and clear-sky with a single threshold. The perfor- 


PCA 



Component 1: ~ R+G+B xlO'* 


Figure 1. The new 2D space with the principal component along 
the X axis and the second component along the Y axis. The third 
component turned out to be negligible and is not plotted. 


mance of our approach can be evaluated by using the accu¬ 
racy defined as: (TP -i- TN )/(TP -i- FP -i- TN -i- FN), where 
TP stands for True Positive, TN, True Negative, FP, False 
Positive, FN, False Negative. We built a database with a 
large sample of images marking clouds and clear-sky pix¬ 
els carefully by eye. We use this sample of Ground Truth 
Images (GTI), to search for the best axis and threshold that 
allow us to find the best accuracy for each image. An ex¬ 
ample of the application of the method is presented in Fig¬ 
ure On the left we have the original image, a 60 sec 
exposure time image taken during the night, on the right 
we have the result of our classification, with blue marking 
clear-sky pixels and green, cloudy ones. The classifica¬ 
tion is obtained by putting the values of the original image 
in the space of Figure after having applied the rotation 
found using GTI in step one, and the threshold to discrim¬ 
inate between clear and cloudy sky. 



Figure 2. Left, original image taken during the night with 60 
seconds exposure time. Right’. The result of our thresholding 
classification, clear-sky pixels are shown in blue and cloudy-sky 
pixels in green. 

2.2 Star counting 

Another approach to detect clouds in images taken during 
the night is the following: detect stars, compare them with 
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catalogs and infer the cloudiness by comparing the number 
of stars expected against the number of stars observed. 

We start with the Hipparcos Catalog ca and adapt 
it to our observatory, e.g. remove stars that can’t be ob¬ 
served at our latitude, and that are dimmer than 8th mag¬ 
nitude. We also need to be able to transform pixel coor¬ 
dinates to standard coordinates (RA-DEC). We model our 
images with a Zenithal Equal Area (ZEA) projection. We 
allow for distortions using polynomials of up to order 6 
and find that our model is good to within ~1 pixel (0.28 
deg). Looking for stars in this kind of images, it is very 
easy to find a lot of false positives, cosmic rays, moon 
light reflections, airplane trails, etc. We therefore iterate 
the matching process between observed and catalog stars 
by matching the positions and brightness and removing 
stars that do not match the brightness within 1 magnitude. 
The next step is to segment the sky in order to determine 
if a given tile contains stars or not. Eor convenience, we 
have chosen hexagons since they better approximate cir¬ 
cles. Eigurej^ illustrates the result of using this approach. 
Clear-sky hexagons, where the ratio between the observed 
and catalog stars is above a certain threshold, are shown 
in blue. Cloudy hexagons, which contain a low number 
of stars, are shown in green, while the purple hexagons on 
the edges of the field contain insufficient stars for a classi¬ 
fication to be made. 



Figure 3. Star counting classification: blue is clear, green is 
cloudy, purple is undetermined (see text) 


3 The Raman LIDAR - AMPLE 

The LIDAR (Light Detection And Ranging) called AM¬ 
PLE has been in operation since October 2013 at the SEN 
site within a project in collaboration with INGV-Catania 
(National Institute of Geophysics and Vulcanology) lITbl . 

The LIDAR AMPLE is equipped with elastic channels 
at 355 nm with a polarization option available and a Ra¬ 
man channel at 386nm. The system can measure backscat- 
tered light from a few hundred meters up to 15 km (see 
figure]^. AMPLE is controlled by a dedicated software 
and can perform both pointed and scanned observations 
by means of a programmable interface. AMPLE can also 
be controlled by a remote observer. Lidar measurements 
will provide data about the presence of dust and aerosols 
in the atmosphere during ASTRI SST-2M observation. 


I - Molecular -—- [13-02-01] E355S_05_09 | 



Figure 4. AMPLE LIDAR sample measure, intensity of 
backscattered signal (arbitrary units) as a function of the dis¬ 
tance. 


4 The Electric Field Meter 


In order to monitor the lightning activity, an Electric Eield 
Meter (LEM) IHtI . developed by a research group of the 
INAE Radio Astronomy Institute (IRA) in Bologna, was 
deployed at the SLN site during Eall 2013 |[8l|T3|. The 
LEM will be used for monitoring atmospheric electric 
field variations and to issue alerts to the telescope control 
system. If used in an array configuration, LEM is also 
able to give detailed information about the direction of the 
lightning activity and the approaching speed. During the 
initial LEM testing period an Etna Volcano eruption event 
gave us the opportunity to characterize the instrument. In 
fact, during the few hours of an active lava fountain a num¬ 
ber of lightning events occurred. The sky was clear and 
no other obvious source of lightning activity was present. 
Events were recorded in a video (see Eigure shows a 
photograph as an example) and the exact timing could be 
determined. The video also enabled us to locate spatially 
the lava fountain with precision because it was a vertical 
column on top of the New South-East crater. The distance 
of the crater from the observing site is 6.4 km. Since the 
video shows that the lightning was concentrated within 
the column, we could estimate that the LEM is able to 
detect lightning events at least at a distance of 6.4+0.3 km. 



Figure 5. Lightning event during the lava fountain episode on 
Nov 23, 2013. 
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Data taken with the EFM during the November 2013 
event have been used to develop a strategy to identify 
lightning events. The unperturbed EFM signal level 
and its typical uncertainty varies with time as a function 
of ambient and weather conditions. This variation is 
slow and can be monitored with the first derivative of 
the signal. When a sudden variation due to lightning 
appears, the procedure detects it as a strong deviation 
from the actual unperturbed values and sets a variable 
to "true"; it is possible to choose whether to send an 
immediate alarm or wait for a second and/or a third "true" 
to issue the alarm to the atmospheric monitoring soft¬ 
ware (Figurej^ in order to stop the telescope observations. 



Figure 6. Alarm triggered using EFM signal on Jan 5, 2014. 
Upper white line represents the derivative, lower white line the 
signal, red line indicate where alert was issued. 


5 Conclusions 

The ASTRI SST-2M telescope, an end-to-end prototype 
of the Small Size class Telescope for the CTA, has 
been installed in Italy at the Serra Fa Nave site. The 
completion of the telescope is foreseen in Spring 2015 
together with all the instrumentation necessary to support 
the telescope operations. Among the planned auxiliary 
instruments, the All-Sky Camera, an EFM and a FIDAR 
are already active on site and new methods are currently 
under development to extract, at a proper high level of 
significance, the information needed to monitor part of 
the meteorological, atmosphere and weather conditions. 
The early results obtained with these methods are very 
encouraging and work is in progress to optimize them and 
improve statistics. 
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